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A FAST-READING DIGITAL VOLTMETER WITH 0.005% ACCURACY 

AND INTEGRATING CAPABILITY 



A new Digital Voltmeter of very high accuracy mokes 
readings from less than 100 >'Vdc to 1000 Vdc at 
maximum speeds of up to 15 readings per second. 



X-llGITAL VOLTMETEfeS have found 

growing acceptance during the p;tsi 
decade because of the many useful ad- 
vantages they provide. These instni- 
ments measure d< voltages with a com- 
bination of speed anil accuracy not 
Found in othei types of instruments <»i 
systems, and do so with a remarkable 
simplicit) nf operation. Operator er- 
rors are reduced because of the easitv- 
interpreted digital presentation and 
because of the automatic ranging and 
poJarii\ selei tiort Furthermore, remote 
I n • ^ramming and data storage capa- 
bilities enable digital voltmeters r«> 
serve in automatic systems for rc| 
live measurements of manv variables; 
Earl) digital voltmeters used a null 
balance or puten tinmen it system to 
convert the unknown voltage into <t 
digital presentation of that voltage, 
These instruments, however, were rela- 
tively slow-responding and expensive. 
In a step towards achieving speed and 
accuracy at reduced cost, Hewlett- 
Packard in 1059 developed a digital 
voltmeter which functions by measur- 
ing the time required for an internal 
linear voltage ramp to pass from a ref* 
erenre level to a level equal to the 
unknown tlr input voltage. 1 This time 




I iu i Ah, j -hp- Model 346QA Digital Voltmeter, designed for either bench 
<r or systems use, achieves standards lab accuracy with operating simplicity, 
(i narding preserve* accuracy by dim twit inn effects af com man- modi signals and 
instrument also has noise rejection properties of stgnnt integration. As shown 
hitf iracy of new digital voltmeter is sink that it trucks output of 

dc voltage standard digit by digit. 
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interval, which is proportional to \\\ 
input voltage, t£ measured by a built-in 
electronic counter to obtain a digital 
indication of the input voltage. The 
basil simplicit) of the ramp technique 
has resulted in reliable and economical 
voltmeters with typical accuracies oi 
better than 0*05* 

' Ttieoflore C. Anderson and Noel H Faee 1 "A Nb* Digits 
PC Voltmeter with Automatic Range Km Polity Selection/ 1 
Hewlett Packard Journal, Vol 10, No, 5, jan 1491 

' David S Co-crtran and Charles W. Near, "k New Mult' 
Purpose DrfitJl VflltJBftW He«Jett-P»chiri Jmrtiil, VaC 
15, No. 3, rMV., 1963, 



Fix. % Curves shou sta- 
bilities of typical refer- 
ence supplies during ini- 
tial mOO-hour test. To 
be acceptable for instal- 
lation in neu- digital 
volt m eter, r efe ten c e 
supply toft age must not 
deviate more than 10 
ppm during first 14 days 
pj and no more than 
an additional 10 ppm 
during remainder of test. 



DAYS 



Improvements with time have in- 
i reased ihe ability of the digital volt- 
meter to rope with a variety of meas- 
urement problems. A serious problem 
has been the effects of superimposed 
noise on the accuracy of measurement, 
Io penult successful and accurate read- 
ings in the presence of noise, a large 
amount of tiltt ring was usually added 

he input, although this limits m 
tiring speed b\ slowing response. 

In an unusual approach towards 
combating the problems oi superim- 
posed noise, the Dymex Division of 
Hewlett-Packard developed a new type 
of digital voltmeter in 196.1*' The 
Dymex voltmeter uses a volt age- to-fre- 
quency convener to generate a train of 
pulses at a repetition rate proportional 
to the instantaneous value of the input 
voltage. The pulses are accumulated m 
a counter during a fixed period of time 
to obtain tl read-out This 

technique integrates noise superim- 
posed on the input signal , providing a 
reading that is a true average of the 



' R. A, Aflderjen, "A New Dtfital Voltmeter Having High 
Rejection a* Hum and Knife/ 1 Hewlett Packard Journal. 
Vol, 13, 1*0. 6. Feb.. 1962. 
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Fi&. 3- DY-20f5J Data Acquisition 
System, developed by Dymee Divi- 
sion of Hewlett -Put hard, is typical 
of standard data acquisition systems 
that uae new Model 3460 A Dixit af 
Voltmeter. System shown here, 
whivh has guarded input circuitry, 

s up to 200 3-wire inputs and 
records up to 12 reading* per $ 
in IBM com patthle magnet le tape 
format. System accuracy, when 

rig dc voltagt me as 

Model 34WA Voltmeter. ±QA 
of rending ±0.002% of full scale 
over temperature range of + 10 to 
40 C Other similar systems couple 
directly to card punch, tape punch, 
or to paper (ape printer Additional 
equipment per/mis resistance andac 
cottage measurements, manual 
entry, go no-go comparisons, and 
time of day entru 
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Kitf. I. Simplified block diagram itf Model 34&0A Digital 
Voltmeter. Control logu operations 

automatically during each measurement interval 



tnput'during the sample period* 
The voltage-to-frequency conversion 

UihiiHjue also lends it sell to rleitto- 

statu guarding of the input circuits. 

Guarding greatly reduces errors i au&ed 

by common-modt 

common-mode noise rejection of I (HI 

(IB at d< and more than 120 dB up u> 

60 i - 

fyph a] a< < urai ies which tan In 1 oh 

tained with digital voltmeters of the 

pure!) integrating type are 0>01%, 

THE INTEGRATING POTENTIOMETRIC 
VOLTMETER 

1 Ik- potemioinetrit oi null-halani < 
technique, ol course, is sii][ the most 
aa urate method ol comparing an un- 
known voltage t«» .i referent e .' \ 
newly-developed digital vohmetei now 
combines the accuracy ol the potentio- 
metrh technique with the freedom 
from the effe* i^ i <i noise thai the volt- 
age- to-frequenc) conversion technique 
tan providi !!i potent iometri* fea- 
ture allows for vet*) accurate measure- 
ments, typical)) 0<-005^j in the ne* 
voltmeter, and integi ation of the input 
achieves insensitivit) n> superimposed 
noise 1 he use "t the voltage-to-fre- 
quenc) conversion technique permits 
the input t in uitr) to be full) guarded 
and Boating and the new voltmi 
thus virtually insensitive to common- 
mode signals, 

The method used to combine th 
tensometric u< hnique with volta 

* Robert £ Watson., "A Comc<nea DC Voltage Standard anc 
vibration Wort Itafe 
Jitt Pacini Journal, Vol IS. No. 9, May, 1965 



frequency conversion permits a maxi- 
mum reading rate oi 75 readings per 
second to be attained with no loss in 
accuracy. \l\^ voltmetei i* thus able 
in make accurate measurements in the 
presence of supeiiuiji n high 

reading rates. 

The new Digital Voltmeter, -hp- 
Modcl 3460A, is designed foi uw both 
as a piet ision laboratory voltmeter and 
as a system-oriented analog-to-digital 
converter- It has four voltage ranges. 
from 1 V lo lOnu V full-scale in steps 
o.l HK . with 5-ditfi? (10 microvolt) res- 
olution. An overranging capability en- 
ables I Ik measurement of voltages with 

full a< I nr.ir . up to 2U fl , al>n\c IllJI 

scale on all range; (a (ith-piarc digit for 
" ni | allows complete displa) oi over- 
range voltages). Maximum sensitivity, 
oJ marse, is a function of resolution, 
accuracy, and internal noisi Resolu- 
tion oij i he one-voll range is Mi ,,\\ and 
the a(( uiaey of the instrument permits 
I rn\ to he measured with an uncer- 
ol onlv ±20 [tV 1 he internal 
noise contribution is negligible, 

I he input resistance ol the new volt- 
metei is 10 megohms on all ranges and 
remains constant during the measure- 
mem cycle- Hie instrument has both 
manual and automat it modes : 
lecting measuring tart and range, and 
n is also complete!) programmable. 

Tht remote i ontrol i apabitit) plus 
recorder output makes the new volt- 
uh tt I ideal!) suited ioi systems opera- 
tion . I iu r ■ l ; use the guarded in- 



put circuitr) is full) isolated from i he 
output circuit ground* guarding is not 
destroyed b; connecting the voltmeter 
to a printer or other device. 

I Fir new Digital Voltmeter is thus 
able to. serve in a variety oi measure- 
ment situations, lr tan serve as a set 
ondat\ standard because of its i \ 
treineJy hi^li accuracy, it is a useful 
measurement tool in many laboratory 
applications because of its moderate 
cosi and flexibility, and it also func- 
tions in automatic data acquisition sys- 
tems. * 
BASIC OPERATION 
The new Digital Voltmetei achieves 
last measurement rates without loss ol 
arcura< y bv making ea< h measurement 
m two steps. The firsi step is a mi 
ment of the input voltage to provide 
information for the automat it sitting 
ni a ptti ision voltage divider. 1 hi 
ond st«'p is i sensitive measurement of 
the small difference between the resuJt- 
ing dividei mitpui and the input volt- 
will be dew ribed later, m>i only 
his tcihnique achieve high reso- 
lution .11 \. hut it also reduces 
the time required hn obtaining meas- 
urements i»i such ac< ura< j 

\ simplified block diagram ol 
new voltmeter i^ shown in Fig. I I he 
voltage-to-frequenc) convertei trans- 
forms a voltage at its input to a piu- 
ponioual pulse repetition rate at its 
output, The reversible countei total- 
izes the pulses during a fixed pei h»d ol 
umr. I he tr>tal count thus is propor- 



)Copr. 1949-1998 Hewlett-Packard Co. 



HIGH I 



PMING INFORMATION FROM 
C0NTR01 CIRCUITRY 

L 



^* Reset signal ta 
rev counter 

— * Up donn control 
signal to rev 

■ 

• sb over information 
ffOID rev counter 




FRONT PANEL m 



GATE 
LENGTH 
El NTRI • 



REDOUT IRANSFEft 



DIGITAL -ANALOG TRANSFER 



CONTRfll 
CfRCUJTRY 



-♦SENSITIVITY CONTROL 



Fig, u . Detaili d b U h k d ing ra \ n of M ode I 3460 A D ig it a t \ ol f m ete r. A I eas 
urernent information is coupled tu\ pulse* Qui o) guard through Melded 
transformers, obviating need for dc connection between input and output 
circuits. Information jar setting digital to analog converter ta coupled 
back into guard through shielded reed snitches, 

tional to the average value of the input counter is transferred to front panel 

voltage that existed during the totals indicators Foi display, A prim com* 

ing period. mand is also issued 10 permit recording 

Mining die first sample period, the of the data bv external equipment. 



output of the vnh age-to-frequency con- 
verier is counted foi I 60 second to 
derive an initial measure of the iiipttl 
voltage. This information is then trans- 
ferred to the digital~to-anaIog con- 
verier without affecting the stored 
count. 



From tins brief description, it < an be 
seen ihar the ac< uracy of the new volt- 
mete] depends primarily upon the 
digital -to- ana log converter- The accu- 
racy of the voltage- to- frequency conver- 
sion is oi secondary importance as far 
as the di value is concerned, but the 



The digital-to-analog converter run- vo 1 1 age- to-fre quern j i on vers ion ton- 



pur voltage. beinK proportional to the 
stored count, tends to null the input 
voltage in attenuatoi is inserted auto- 
matically on the 10-, I00-, and 100OV 
ranges). During the sei out! sample pe- 
riod, whit h may he cither 1 60 or 1 10 

ond, the voltage-to-frcquency con- 
verter measures the residual difference 
voltage. Since the difference may be 
eithet positive or negative, logic * i ■ - 
c nii i % senses whether counts from the 
voltage-to-frequent) converter are to 
be added to or taken away horn the 
pre\ tous s-i * #i ed t ouut. 

At the end of the second sample pe- 
riod, the frnal count in the reversible 



tributes significantly to reading 
racy when iherc is noise or other 
inteiferciue on the input voltage. 
MEASUREMENT EXAMPLE 

Eb illustrate the accuracy achieved 
by this measurement technique, the 
following example is presented. As 
sume that the voltmeter is rneasut ing >« 
voltage equal to -+- 1.01935 V, a typical 
i ril i ell voltage, \$sume also thai 
the vol iage*to*f requeue j i onversion er- 
toj is —0.2% (thiserroj is typical]) less 
than ■ j| \\ ... The h being 

counted h\ the reversible countej i^ 
thus proportional t*» a \olhi 
| 1 ,01731 volts. The counts are entered 



into the third decade oi the reversible 
counter, however, resulting in a total 
count of 1017 dining the firsi sample 
period. Because ol the lamiliai l- 
digh "countej uncertainty" we ma\ 
assume fun hei more that a <oiuii is lost 
during this firsi sample, making the 
in si count at tually only ion*. 

The act u rat \ ot r I ir dlgii d-to-analog 
converter output voltage wiih respect 
it) the count in the reversible counter is 
\iiv high, typically within 0.0015%, 
Vssuming here tfiar the digital-to-ana- 
log convertei tsinerroj by j-0.0015%, 
the digital-toranaiog convertei 
ates i 01601 5 volts I he difference be- 
I the input voltage and the output 
voltage of the digital-to-analog 
verier now h -f KOI 9550 - 1. 01-601 5 
-z -I- .003335 volts, 

i h ■■■ ■', nsitivit\ nl (fie volume rofi t-- 

tjuentv conversion is increased b) a 
\m t«ii of 100 during the second sample 
period. I he number til counts Ob 
tained in the second sample including 
the same 0.2^5 con version error, thus 
could he 333 but since the possibility 
ol coumei uncertainty still exists, we 
assume thai ii is 352. flu counter con- 
trol logic causes these counts to be 
added to the stored counts of the ftrsi 
sam]>Ie b\ way of the first dc< ade of the 
reversible counter* The resulting net 
count alter one measurement is thus 
+ 101600 + :J32 = +10X932 which, 
with proper placemen! oi the decimal 
point gives -f- LQI93.2 ^iJis I Iris valut 
is accurate within approximate!) 
0.003^ of reading, well within the ac- 
curacy specification of the Model 

\ Digital Voltmeter. 

rhis example demonstrates that 
even though the vottage-lofrequency 
conversion accuracy could be in erroi 
b\ more than 0.1%, the accuracy of the 
new voltmeter is determined primarily 
h\ the digital-to-analog converter. 

ACCURACY CONSIDERATIONS 
A number oi components c on tribute 
(o the overall accuracy of the new digi- 
taj voltmeter but the most important 
of these is the zenei diode used in the 
reference supply for the cbgitaUo ana- 
tog convertei Thediodej pretested by 
the manufacturer according to Hew- 
leti-Pat karcl specifications, has a tenv 
tture < oelli< ieni ol 0.002 1 I 

ted diodes, after thev are re- 



)Copr. 1949-1998 Hewlett-Packard Co. 









reived by Hewlett-Packard, are in- 
stalled with other critical rircuil 
n temperature-controlled oven thai h.i^ 
a temperature stability ol approxi- 
rnaiely 11,2 C throughout lhi ambient 
temperature range of to 55 ( Altei 
rii 1 1 h irnt e supplies have been assem 
bled and tested (they are noi yci part 
of the voltmeter) their stability is ob- 
served !"i MMH> hours. Ti» bc j accept* 
able, the reference voltage must not 
change more than O.OOT, during the 
first two weeks oi observation, and n«» 
imnc than another o.nni*', during tin 
remainder of the test. Fig. 2 illustrates 
ihr stabilities of typical reference huj» 
plies (hiring the 1000 hour test. 

Another important contribution u> 
voltmetei aa urai j is made h\ the pre- 
c isjfJii uitru'innid resistors used in the 



reference supply, in the cligital*to-ana- 
log converter, and in the input aiten- 
uator. I hese resistors ane used i<> best 
advantage in these areas, i,e,,ws voltage 
dividers, a usage thai makes the rela 
live temperature coefficient and long 
term stabiKt) much more important 
than the absolute magnitude of these 
characteristics. I tie spa ifted long term 
stability «*l these resistors, all manu- 
factured hy Hewfett-Pat kard, is 3n ppm 
per year hut typical!) it has been less 
than _<> ppm pei yeai 

CIRCUIT ARRANGEMENTS 
A more detailed block diagram <»| 
the Modd 3460A Digital Voltmeter is 
shown in Ml: 5 \s shown in this dip 
gram, the guard encloses the input 
attenuator, the digital-to-analog con 
verier and its referent e supply, the 



plus-] amplifier and sensitivity control 

resistors and. finally, the voltage-to- 
trequency converter. The plus- 1 ampli- 
fier converts the voltage at its input 
(the difference between the voltage 
from the input attenuator and the 
digitahto-analog converter output) 
into a proportional current for opera- 
lion oi the voltage-to-freqitency con- 
vener. The voltage* to-current sensitiv- 
\\\ oi ""iraiw i inductance" of the plus-l 
amplifier is determined by the sensitiv- 
it\ control resistors. 

The vohage-to-frctjiienry converter 
h polarity sensitivity and it has a sep' 
arate output for each polarit) oJ input 
current, Two triple-shielded pulse 
transformers couple the outputs 
through the guard to the reversible 
counter outside the guard. Because the 



GUARDED MEASUREMENTS WITH A FLOATING VOLTMETER 



Whenever a voltage measurement is to 
be made on a transducer or other source 
located at some distance from the volt 
meter, inaccuracies can be expected as a 
result of unwanted interference that be- 
comes mixed with the voltage to be meas- 
ured. Obviously, interference from electro- 
static pickup can be reduced by the use of 
shielded conductors, and magnetic pickup 
is reduced by periodic transposition of the 
conductors (i.e.., twisted pair). 

The effects of ground loops are not so 
easily dealt with and become more se- 
vere as the lengths of cable runs increase. 
As shown in the accompanying diagram, 
ac potentials most likely exist between 
any separated earth grounds. Current 
flows in the loop formed by the leads and 
the leakage resistance and stray capaci 
tance that inevitably exist between the 
voltmeters input circuits and ground, tf 
there is any unbalance in the measuring 
system, cu rents through the ground loops 
will develop a voltage differential in the 
measurement circuits. 

The benefits of a guarded voltmeter can 
be shown by referring to the accompany- 
ing diagram. Assume for the moment that 
the guard js not connected to the low side 
of the unknown voltage to be measured 
(SI open). The effective impedance be- 
tween the low terminal of a digital volt- 
meter, such as the Model 346QA, and its 
power ground would be typtcally 2 x 10* 
ohms in parallel with 1000 pF. 

The ac common-mode voltage is shown 
here to be 10 volts ac RMS, a typical value 
for situations in wh»ch the digrtal volt- 
meter, and its power ground, is some dis- 
tance from the unknown voltage to be 
measured and its power ground The ac 
common-mode voltage causes current to 
flow through the 1 k resistor that repre- 
sents an unbalance in the measuring sys- 
tem, resulting in a 3.9 mV RMS voltage 
drop across the resistor, This voltage drop 
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will introduce errors into the reading de 
pending upon the nature of the volt- 
meter's analog-to-digital converter. 

Now consider the situation when the 
guard of the Model 3460A Digital Volt- 
meter is connected to the row side of the 
unknown voltage to be measured (SI 
closed). The common-mode voltage 
"drives" the guard, bringing the guard 
and the low side of the measurement cir- 
cuits to the same potential. Practically 
no current then flows through the imped- 
ance which exists between low and guard. 
The effective impedance between low and 
ground is now 10" ohms m parallel with 
1 pF and the ac common mode signal 
causes a voltage drop across the 1 k re 
sistor of only 33 *iV RMS. This amount of 
superimposed noise is easily dealt with by 
integration of the input signal, especially 
in the vicinity of 60 cycles. 

Consider now the case when the volt* 
me*er is connected for a floating measure- 
ment with the low side of the input con- 



nected at some dc potential with respect 
to ground, as suggested by the 200 V dc 
indicated in the diagram. With the guard 
disconnected (51 open), the leakage paths 
allow current to flow through the 1 k re- 
sistor that represents unbalance- The cur- 
rent causes a .1 mV drop across the resis- 
tor, a voltage that is in series with the 
voltage to be measured and whrch repre- 
sents a full scale error of -01% on the 
1-volt range. 

With the guard connected (SI closed), 
there would be a dc voltage drop of only 
2 ^V across the unbalance resistor, equiv- 
alent to a full scale error of 0,0002^ on 
the 1-vott range. In those cases where 
leakage current from guard to ground 
would affect the voftage of the source, the 
guard may be connected to a separate 
voltage divider that places the guard at 
the same potential as the low side of the 
source being measured. Leakage currents 
are then confined to circuits external to 
the measuring circuits. 
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Fig. 6, -hp- Model :\ 4 HO A Digital Voltmeter has ;>- digit 
resolution hut includes (it it digit to i ten tut display of 20% 
Ot'ei Input mn\ tte through hunana-phig jacks off 

front panel of through guarded connector on rear panel. 

Measurerm nts are initiated automatically at repetitive 

rates selectable hetueeit 3 per secoftfi to I per ■'> seconds. 

oi singly by front panel pushbutton, or by remote con- 
trol. Measurement ranges may he selected manually, 
automatically , oi by remote control. 



measurement information is in ilie 
form of pulses at this point, d< isola- 
tion oi i he circuitry inside the guard 
ii\ ,m hieved. 

Logic circuitry, having as iis inputs 
the puke* coming from ■ i i c \ I con 
vertei (only one output oi ihe \ i 
convertei h in operation ai any given 
time) and an indication from the re 
versible counter when it has reached a 
condition of zero count, determines 
whether the reversible counter counts 
up or c ounts down. 

[ he gate which permits pulses from 
the voltage-to>frequenc) converter to 
pass to i lie reversible counter is open 
for onlv I ho second during the 1 hi-si 
sample, Control circuitry bypasses The 
Firsi two decades ot the reversible 
counter and enters counts into the 
third decade during the fits! sample. 




FREQUENCY (C/S) 

Via 7. Graphs show, on dB scale t ratio of peal- magnitudi of 
superiniposed .signals with respect to actual effect on de readout. 
t ppi } i UfVi K, for l j 10 second integration interval, shou in/in 
jettion at 10 c/s and every multiple of 10 c fit. Lower curves for 1/60 
second integration interval, shou infinite refection at $0 c/s and 

every multiple thereof. Upper CUWe always applies to I -colt range 
ami also when rot t meter in not programmed to read at maximum 
rate [.oner curve applies only when second sample is programmed 
for maximum reading rate on 10-, 1 00-. or iOOtt-v<dt ranges. 



t am digits ol the reading, plus ai j 
correction in the following digits, are 
ili us obtained. 

Following the end of the sec ond sam- 
ple period, the total count accumu- 
lated in the reversible counter is trans- 
ferred to the front panel readout \<a 
display, li is also made available in 
\\< j * in] mi ai the pi inter output 

The second transfer period ma\ be 

is short as 15 ms when the voftiri< '■ i is 

operating at its maximum reading rate, 

or it max be extended indefinitely 1>\ 

the froni panel iHicoering rat* <«>n- 

tlol. 

SPEED CONSIDERATIONS 

One la ( tor wtmh permits the high 



INTEGRATION CAPABILITIES 
I he noise rejection achieved by in- 
tegration in the new voltmeter is 
shown in I i^, 7. \s ihe figure shows, 
naise rejection is a function of the 
length of the second sample and also ot 
the frequent j < omponenu of t he- noise. 
If the second s;miple is 1/10 second, 
superimposed signals a( frequent tes r >i 
10 i s and ever} multiple thereol are 
subject io infinite rejection, is shown 
h\ ihe cusps of the curves. I he rejec 
tion ol frequencies which lie h< I 
the peaks Ol maximum rejection is 
for (he longer sample period. 
The im reased sensitivity of tin- voh- 
age-to-frequency ronverter chuintr the 



reading rate of the new vimmcrer k set ond sample j*eriod causes ih< con- 

The ut t result of the first sample is the skipping of two decades during the verter to run neai iis maximum Ere 

a 3-digii (a fourth digit for 2u< ''[ o\er first sample, as jusi described. Another quency, i.e M almost 100 kc >. with a 

ranging) measurement of the input feature of the measuring technique is voltage ai its input much smallei ihan 

voltage. During the first transfer pe that the reed switches in the digital*to> full scale m value. If the second sample 

riod. the count accumulated in the analog converter are all switched si. is 1 60 second in length, an unbalance 

foui most-significant decades is siored multaneously, X 1 * ;i result, the firsi pi 1', ol full scale causes the voltage- 



and ii is also transferred to the digital- 
toanalog converter, This information 
is coupled hack into the guard b) 
means ol shielded ieed switches, 
I he voltage from the digttakto-ana 



tra nsfer period need be only 16 rns long- to-frequene) converter to run at ($0 

rotal duration of the two transfer k< s. Superimposed noise appears di 

periods plus the two 1 60 second sun- rectly on the unbalance voltage, thus 

pic periods is less than 66 j ms, equiva- placing limits <m ihe amount ol noise 

lent to .i reading rate of 15 per second, that can be tolerated. When the second 

>nvertei tends to null the voltage On the one-volt range, however, the sample is I Hi second in length, the 

from the input attenuator. Before the second sample fa forced b) system [qgi< \ i sensitivity ischan >btain die 

beginning of the second sample period, to be 1 10 second. With this the onh proper scale factor, \\\ unbalance oi 

the sensitivit) of the input circuitf) is difference, the maximum reading rate »■ ', oi lull st^U> k then required to 

increased h\ :i factoi <»l inn and the on the one*vok rang*? is approximately naakethecoi run at 60 k< s.The 

output of the vol tage-to- frequency con- 7 jpe-i second, rhe longei second sam longer gate therefore should be used il 

verter is entered into the first decade pie on the one-volt range improves the ihr Lnstantaneom value ol >upeiim 

ol the counter, The two least ^iuuifi' noise referred to the input. posed rtoise exceeds I ol full scale. 
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When the new voltmeter is nor being 
used in .1 system, nnd there is no remote 
programming, the second sample on 
all ranges automatically becomes I 10 
second. When the instrument, is u^ed 
in a system, the second sample on the 
three higher ranges can be selected to 
lw either I 10 second or I 60 sei ond 

FINAL CALIBRATION 

Special procedures were developed 
lor the new voltmeter to permit factor) 
calibration better than ^,0015 j ol 
leading. ±: m QQ&5% of lull scale. 1 h<_ 
voltmeters are calibrated with a preci- 
sion voltage divider and a DC Stand- 
ard, as shown by the setup in Fig. B. 
Note that the special divider has scv- 
eral input taps. 1 he input voltage to a 
given tap U calibrated by comparison 
of the LUUO-volt output to a transfer 
standard using a sensitive null meter. 
The uncertainty in the voltage division 
is 7 ppm and the contribution ol the 
null meter to the total uncertainty is 
ivjmalh less than 3 ppm, 

1 he transfer standard is compared 
in ihepriniar) standards laboratoi) to 
saturated cells (periodically certified by 
NIBS) using the same null voltmeter. 
This intercomparison also hits an un- 
certainty ot 1 ppm. By allowing an 
additional 2 ppm lot the transfer 
standard, because ot possible enviton- 
mentai conditions, the total unier* 
e.ilih\ oi the divider input voltage is 
1 1 ppm or .001 T with respect to the 
house standard. 

Once the output ol the DC Standard 
i* established to this high degree oi 
accuracy, the digital voltmetei being 
calibrated is adjusted so that its lead 
ing agrees with the standard. 
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SPECIFICATIONS 

-hp- 

MODEL 3460A 

DlGlTAt VOLTMETER 

RANGESi Fall scale presentation of -.1=1.00000. 

: GOOD, - tOO.QOO. and - 1000.00 (up to 
-arranging indicated by Gth digit} 
Range selection may be made automati- 
cally, remotely* or manually, Polarity seieq 

tion is automatic 

PERFORMANCE RATING: 

VOLTAGE ACCURACY; ±0,005% of reading 
it 0.002% of full scale from 4 I0*C to 
\ 40* C on all ranges. ==0.01% of reading 
^0 003% of full scale from to -f 10*C 
and from - 40 to ■ 50" C 

LONG TERM STABILITY! Voltage accuracy 

guaranteed for SO days. Stabilities of m 
temaP reference and resistance ratios are 
typically =0.001% for 30 days 

RESPONSE TIMES 

On fined range — 'reads within specrftca 
tiens if triggered to read coincident 
with step input voltage 
Reading period — 66 ms on 10-. I00-. and 
1000- V ranges, 150 ms minimum on 
1 V range 

Polarity selection - — no delay. 
Automatic range selection — 33 ms per 

range change 
Remote range selection — ■ S ms, 

INPUT CHARACTERISTICS 

INPUT RESISTANCE 10 megohms r 01% 

(to dej on all ranges 
INPUT IMPEDANCE. 40 pf in parallel with 
■■■jgohrns at front panel 

ISOLATION PARAMETERS: 

INPUTS' Floated and guarded signaf pair 
'front panel switch selects bunding posEs 
on front panel or connector on rear pan 
elK Guard may be operated up to ± 500 V 
above chassis ground (350 volts rrns) Low 
may be operated ua to — 50 V above 
guard 

COMMON MODE REJECTION Cratio of com 
mon mode signal to resultant supenm 
posed signal with a 1-k ohm unbalance 
at input) 160 dB at dc and 120 dS up 
to 60 . 

INPUT SIGNALS: 

RANGE SELECTfON: 

Automata Pushbutton selector or switch 
closure of less than 100 ohms to 
ground provides auto range operation 



Remote: Switch closure of less than 100 
ohms to ground for period >100 ^s 
selects range desired. 

Manual: Pushbutton selector 

EXTERNAL READ COMMANDS: Any of 4 
lines (plus ground) triggers voltmeter to 
take a reading. 
AC coupled Neither polarity) — requires 

20-V p-p sJgnpTl with rfse tune <I0 ps. 
Positive dc — - change in voltage from 

— 10 V to a level between ■ JO and 

-30 V triggers a reading- 
Negative dc — change in voltage frqm 

-10 V to a level between —10 and 

—30 V triggers a reading. 

READING PERIOD: Voltmeter normally inte 
grates for 1 Aq second. Switch closure 
with Fmpedance <100 ohms to ground 
selects 4- second integration period (10-, 
100 . and 1Q0Q-V ranges only) 

OUTPUT SIGNALS: 

PRINT COMMAND DC coupled. 

Print level —1.0 volt with 2k ohm source 

resistance 
Print hold-off level: -17 volts with 2k ohm 
source resistance 
BCD OUTPUTS: 4 line BCD (1-2-4-B) 9 col- 
umns consisting of POLARITY. DECIMAL 
LOCATION. OVERLOAD, and 6 digits of 
data (Option 01 or 03 are available for 
122 4 BCD: BCD code is "1 " state posi 
five. 

GENERAL 

POWER: 115 or 230 »oft* ±10%, 50 to 60 c, s 
Approximately 60 watts. Available on special 
order for operation with power line frequen 
cies between 50 to 1000 c/s, 

SIZE: Nominally 5 in, high, lb% in. wide, 21ft 
m deep <127 x 406 * 543 mm). 

WEIGHT: Net: 38 lbs r 16 kgt Shipping: 43 lbs 
(19,6 kg. 

PRICE: 

-hp- Model 3460A: S 3 600 00 

OPTION 01 1-2-2 4 BCD output, no extra 
charge 

OPTION 02: Replacement printed circuit 
board and Nixie tube for AC voltage and 
resistance measurements using Dymec 
2410BM22 AC /Ohms Converter, Function 
symbol 'Nmiei indicates all modes of op 
eration 1 2 4g BCD output. Add $250.00 

OPTION 03 Same as option 02 except 12 
2-4 BCD output. 

Prices fob. factory. 
Data subject to change without notice 



)Copr. 1949-1998 Hewlett-Packard Co. 



VOLTMETER 
DESIGN LEADERS 




CABLE TESTING 
WITH TIME DOMAIN REFLECTOMETRY 



William McCuilougb 
Bill McCullough joined Hewlett-Pack- 
ard in 1959 as a development engineer. 
His first assignment was in the develop- 
ment of transistorized power supplies, 
projects that resulted in -hp- Models 
722 A and 726A Transistorized Power 
Supplies and a patent on a new type of 
current limiter. In 1961, Bit! was as- 
signed as a project leader In digital volt 
meter development with the -hp- Model 
3460A as his main responsibility. The 
project was transferred to the engineer- 
ing laboratories of the Lovefand Division 
in 1964. where Bill is presently a group 
leader in digital voltmeter development. 
Bill received a BSEE from the Univer- 
sity of Notre Dame and an MSEE degree 
from the University of California at 
Berkeley, Before joining -hp- r he spent 
three years as a development engineer 
working on feedback amplifiers and sta 
ble crystal oscillators. 




Edward Holland 

Ed Holland joined Hewlett Packard as 
a development engineer in 1961 and 
was assigned initially to the digital volt- 
meter development group in the Ad- 
vanced Research and Development 
Laboratories. As part of this work, he 
proposed the integrating potentiometric 
technique on which he has been issued 
a patent. Following transfer of the Model 
3460A Digital Voltmeter to the Loveland 
Division, Ed remained in Palo Alto work 
rng in the area of advanced digital proj 
ects. He recently transferred to the Dy- 
mec Division of Hewlett-Packard to con 
tinue work on digrtal instrumentation. 

Prior to joining -hp-, Ed spent three 
years as an engineering specialist in 
the United States Navy, and six years in 
the design of special test equipment and 
automatic missile check out systems. He 
received his BSEE degree from Michigan 
State University and an MSEE degree 
from Stanford University, and he has 
done further graduate study at Stanford 
toward the degree of Electrical Engineer. 
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TIME DOMAIN 
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AMONG MANY other important uses, 
time domain refiectometry (TDR) has 
proved to be a rapid, accurate, and con- 
venient technique for analyzing the per- 
formance of coaxial cables, TDR has 
been especially useful for multi-cable 
installations, such as in ships or air 
craft, where it is highly important to pin- 
point the exact location and the nature 
of defects in long cables, TDR eliminates 
the necessity for physically examining 
every part of a cable to locate breaks, 
physical deformations, or other injuries 
detrimental to satisfactory performance. 

Time Domain Refiectometry uses 
pulse echo techniques to locate points 
of impedance changes in transmission 
systems and has been described as 
one dimensional*' or ,J ctosedloap" ra- 
dar. The TDR system repetitively 
launches a fast voltage step into a cable 
or coaxial system under test; impedance 
changes along the line reflect some of 
the energy and the reflections are 
vrewed on a cathode ray tube. Because 
of the finite speed of electromagnetic 
energy in cables, discontinuities sepa- 
rated in space are separated in time, 
and appear as individual responses on 
the CRT. Furthermore, the shape and 
magnitude of each reflection tells what 
kind of discontinuity is present 

Hewlett Packard has heen developing 
equipment for time domain refiectom- 
etry ever since the advantages of the 
-hp- Sampling Oscilloscopes in this ap- 
plication were recognized.' The fast step 
generator and sampling channel needed 
for precise TDR measurements have 
been designed into a single calibrated 
unit for TDR work, the -hp- Model 
141 5A TDR Plug-in for the -hp- Model 
140A Oscilloscope. 1 The usefulness of 
this system has recently been enhanced 
by the addition of an automatic slow 
scan for X-Y recording and adjustable 
interference controls to improve the 



B M Oliver. "Time Domain Reftectornetry*" 
Hewlett-Packard Journal, Vol 15, No 6. Feb.. 
1964 

1 Harley Halverson. "Testrng Microwave Trans 
mission Lines Using the Sampling Oscillo 
scope/' Electronics, Vor 34, No. 26, June 30. 
1961. 

1 Lee R Moffitt. "The T^me Domain Reflectam 
eter: ' Hewlett-Packard Journal. Vol 15. No J. 
Sept . 1963. 
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trace when there is noise or other inter- 
ference on the cables under test. 

Time Domain Refiectometry has 
proved to be of inestimable value in 
quickly locating cable faults In large in- 
stallations. For example. TDR showed 
exactly where to examine a cable in an 
antenna tower to find a cable injury 
caused by a rifle bullet. It has deter- 
mined exactly where anomalies exist in 
cables in aircraft, eliminating the need 
for large-scale dismantling of the struc 
ture to find the faults. Furthermore, TDR 
indicates the nature of each anomaly. 
such as that caused by a tightly- 
squeezed cable clamp, TDR evaluation 
of coaxial cables in a naval vessel 
showed that cable impedances changed 
in a certain area, which turned out to be 
in the vicinity of steam pipes that had 
softened the cable dielectric. 

Techniques for applying TDR to cable 
testing are described in a new applica- 
tion note ("Cable Testing with Time Do 
mam Refiectometry^ — hp— Application 
Note No. 67) available without charge 
from Hewlett Packard. This application 
note discusses the basic theory of cable 
testing with Time Domain Refiectometry 
and includes discussions of techniques 
for obtaining high accuracy in lossy 
lines, for making corrections when there 
are multiple discontinuities, and for min- 
imizing interference when unwanted &ig 
nals are on the lines. 

A new slide rule calculator, which sim- 
plifies some of the calculations that may 
be required in cable testtng, is included 
with the application note. The calculator 
has two primary functions: it adjusts 
distance readings in either meters or 
feet to account for the differing dielec^ 
trie constants, and hence propagation 
velocities, of various kinds of coaxial 
cables; and it provides a direct indica- 
tion of the impedance of a section of 
line or discontinuity. 

Interested engineers may obtain a 
copy of Application Note No. €7, includ- 
ing calculator, by contacting the nearest 
-hp- Field Office or by writing: 

Hewlett-Packard 

Colorado Springs Division, 

1900 Garden of the Gods Road, 

Colorado Springs, Colorado 80907. 
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